Notes on SAFIRE Cart:

Total height of cart + dewar ≤60”.

Spacing of wheels in any direction ≥24”.

When flat, nothing except wheels closer than 1” to floor.

Minimum contact area 1.2 sq.in.  Don’t know if this is per caster or not.

SI Flange to be 33.23” above floor, with ±1” range of adjustment.

SI Flange must extend at least 1” in front of cart.

“SOFIA” cart – do we have to use it?  Its deck is 9” above floor.  The current dewar spec is 54”, which puts total height at >63”.  From SSSC: we don’t have to use it.
Casters must be able to be locked both to prevent translation and, if swiveling, rotation.

Must have at least two swiveling casters to allow for ease of motion.  Could have 4.

It might be nice to be able to invert the cryostat in order to dump cryogens.  Not a requirement.

Cart must have a nice handle to allow for easy pushing.  Perhaps with a dead-man brake?

